PLEASE PRINT CLEARLY OR TYPE ALL INFORMATION 


Boston Drug Laboratory 
Tel (617) 983-6622 
Fax (617) 983-6625 

Boston Hours 

8 : 00 - 11:00 

2 : 00 - 4:00 


The Commonwealth of Massachusetts 

Executive Office of Health and Human Services 
Department of Public Health 
State Laboratory Institute 


DRUG RECEIPT 


Amherst Drug Laboratory 
Tel (413) 545-2601 
Fax (413) 545-2608 

Amherst Hours 

9 : 00 - 12:00 

1 : 00 - 3:00 
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PHYSICAL DESCRIPTION: 
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Data File C:\CHEM32\l\DATA\SIG1000002.D 
Sample Name: COKE/CODEINE 


Acq, Operator 
Acq. Instrument 
Injection Date 

Sequence File 
Method 

Last changed 


ASD Seq. Line : 2 

DrugLab GC #2 Location : Vial 2 

10/19/2011 10:08:40 AM Inj : 1 

Inj Volume : 1 pi 

C:\CHEM32\1\SEQUENCE\DEFAULT.S 
C:\CHEM32\1\METHODS\ROUTINE.M 
7/28/2010 1:59:36 PM 
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Area Percent Report 


Sorted By : Retention Time 

Multiplier: : 1.0000 

Dilution: : 1.0000 

Do not use Multiplier & Dilution Factor with ISTDs 

Signal 1: FID1 A, 


Peak 

RetTime 

Sig 

Type 

Area 

Height 

Area 

# 

[min] 


: 1 

[pA*s] 

I 

[pAj 

% 

1 

i 

0.936 

1 
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1 

5.11513e4 

5.59982e4 

98.95005 

2 

3.653 

1 

BB 

290.26956 

347.95609 

0.56151 

3 

4.276 

1 

BB 

252.49052 

284.97800 

0.48843 

Totals : 



5.16941e4 

5.66312e4 






*** End 

of Report 

* * * 


DrugLab GC #2 10/19/2011 10:18:40 AM ASD 
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Data File C:\CHEM32\l\DATA\SIG1000004.D 
Sample Name: HEROIN STD 


Acq. Operator 
Acq. Instrument 
Injection Date 

Sequence File 
Method 

Last changed 


ASD Seq, Line : 4 

DrugLab GC #2 Location : Vial 4 

10/19/2011 10:35:28 AM Inj : 1 

Inj Volume : 1 pi 

C:\CHEM32\1\SEQUENCE\DEFAULT.S 
C:\CHEM32\l\METHODS\ROUTINE.M 
7/28/2010 1:59:36 PM 



Area Percent Report 


Sorted By : Retention Time 

Multiplier: : 1.0000 

Dilution: : 1.0000 

Do not use Multiplier & Dilution Factor with ISTDs 

Signal 1: FID1 A, 

Peak RetTime Sig Type Area Height Area 

# [min] [pA*s] [pA] . % 


1 0.939 1 BB S 6.06319e4 6.25343e4 99.72774 

2 5.045 1 BB 165.52875 173.67245 0.27226 

Totals : 6.07975e4 6,27080e4 


*** End of Report *** 


DrugLab GC #2 10/19/2011 10:45:28 AM ASD 
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Data File C:\CHEM32\1\DATA\SIG1000005.D 
Sample Name: BLANK 


Acq. Operator 
Acq. Instrument 
Injection Date 

Sequence File 
Method 

Last changed 


ASD Seq. Line 

DrugLab GC #2 Location 

10/19/2011 10:48:55 AM Inj 

Inj Volume 

C:\CHEM32\1\SEQUENCE\DEFAULT.S 
C:\CHEM32\l\METHODS\ROUTINE.M 
7/28/2010 1:59:36 PM 


5 

Vial 5 
1 

1 /j1 
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- — — — — = = —— 


Area Percent Report 


Sorted By : Retention Time 

Multiplier: : 1.0000 

Dilution: : 1.0000 

Do not use Multiplier & Dilution Factor with ISTDs 

Signal 1: FID1 A, 

Peak RetTime Sig Type Area Height Area 

# [min] [pA*s] [pA] % 


1 0.937 1 BB S 5.60820e4 5.46427e4 1.000e2 

Totals : 5.60820e4 5.46427e4 


*** End of Report *** 


DrugLab GC #2 10/19/2011 10:58:55 AM ASD 
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Data File C:\CHEM32\1\DATA\SIG1000Q06.D 
Sample Name : 

Acq. Operator : ASD Seq, Line : 6 

Acq. Instrument : DrugLab GC #2 Location : Vial 6 

Injection Date : 10/19/2011 11:02:29 AM Inj : 1 

' Inj Volume : 1 fil 

Sequence File : C:\CHEM32\l\SEQUENCE\DEFAULT.S 

Method : C:\CHEM32\l\METHODS\ROUTINE.M 

Last changed : 7/28/2010 1:59:36 PM 


TiOl A, {SiGiOOOOOS.D) 

l iA | 

450 ■; f 

400 

350 -j 

300 

1 

250 1 i 


200 ; 



Area Percent Report 


Sorted By : Retention Time 

Multiplier: : 1.0000 

Dilution: : 1.0000 

Do not use Multiplier & Dilution Factor with ISTDs 

Signal 1: FID1 A, 

Peak RetTime Sig Type Area Height Area 

# [min] [pA*s] [pA] % 


1 0.936 1 BB S 5.32403e4 5.77119e4 1.000e2 

Totals ; 5.32403e4 5.77119e4 


*** End of Report *** 


DrugLab GC #2 10/19/2011 11:12:29 AM ASD 
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